Muon Monitor with RG174 Signal Line

I I Signal junction box (Aluminum, 9 per alcove)
subD 9pin to ->subD 9pin

Aluminum vessel with 9 pixels

9 vessels per alcove (81pixels)
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By welds, screws, mounts ?:;iotizz:;::ﬂ‘:s:eg: Aluminum distribution
To the rack. Rack bolted (fan out)
to the concrete floor. Box (three per alcove)

one IN — three OUT
SHV connectors



